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Guidance and manufacturer’s declaration — electromagnetic emission

The Pulse Oximeter is intended for use in the electromagnetic environment
specified below. The customer or the user of the Pulse Oximeter should assure that
itis used in such an environment.
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RF emissions Group 1 The» Pg\se Oxlme(er‘ uses RF energy only
CISPR 11 for its internal function. Therefore, its RF

emissions are very low and are not likely to
cause any interference in nearby electronic

Problems Possible reason i

SpO2 or 1. Finger is not inserted correctly | 1. Retry by inserting the finger

PR can not 2. Patient's Oxyhemoglobin value| 2. Try some more times, If you can

be shown is too low to be measured make sure no problem is

normally existing in the product. Please
go to a hospital timely for exact
diagnosis.

SpO2 or PR 1. Finger might not be inserted | 1. Retry by inserting the finger

is shown deep enough. 2. Try not to move

unstably 2. Finger is trembling or

patient’s body is in
movement status.

equipment.
- The Pulse Oximeter is suitable for use
é::sgg‘?w" Class B in all establishments, including domestic

establishments and those directly connected
to the public low-voltage power supply.
network that supplies buildings used for
domestic purposes.
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The Oximeter
can not be
powered on

[l

[N

Power of batteries might be
inadequate or not be there
atall

. Batteries might be installed

incorrectly

. The Oximeter might be
d

damage
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Please replace batteries
Please reinstall the batteries
Please contact with local
customer service centre
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Symbol Definitions

Symbol

Definition

[&]

Type BF applied part.

A

Attention, consult accompanying documents.

Problems Possible reason
Indication 1. The product is automatically 1. normal
lamps are powered off when no signal 2. Batterie austauschen
suddenly off is detected longer than 8
seconds
2. Power quantity of the
batteries is started being
inadequate
1 .Low power 1. Change batteries
“Errord” or 2. Re_ceiving tube being 2. F'Iea_se contact local customer
“Errord” is shielded or damaged service center
displayed on together with broken 3. Pleqse contact local customer
e e connector. service center
3. Mechanical Misplace for 4 Please contact local customer
receive-emission tube service center
4. Amp circuit malfunctions.
“Error7” is 1. Low power 1. Please change battery
displayed on 2. Emission tube damaged. 2. Please contact local customer
screen 3. Current control circuit service center

malfunctions.
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. Please contact local customer

service center

Sp02% Oxygen saturation
PR bpm Heart rate (bpm)
n Low power indication
SN Serial No.

32

ENGLISH



